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FIT Pacific, Inc.

Tsukuba Technical Center
http:/Awvww fitpacific.com

Calibration No. CR20501-1 Date 20" /6/*
Model No. 7264B-2000 Due NA
Technician Keiko Hatase Last Calibrated NA
Customer FIT PACIFIC Temp (C) 22.5
Description Accelerometer Hum. (%) 40.0
Serial No. B58039 Customer Tag Number NA
ATD Type NA Excitation (Volts) 10.00
Acceleration Output Output Ideal Value Error Error
g mV(sensor) mV/V mV/V mV/V % Non-Linearity

200.830 36.6394 3.664 3.668 0.004 0.1279

1569.720 29.2431 2924 2917 0.007 0.2432

121.380 22.1361 2.214 2217 0.004 0.1191

80.924 14.7929 1.479 1.478 0.001 0.0274

39.135 7.1480 0.715 0.715 0.001 0.0237
Zero offset (mV): 3.96
Slope (mV/g): 0.1826
Intercept (mV): 0.0097
Max Nonlinearity (% F.S.) 0.2432
Slope Coefficient (g/mV) 5.4771
Calibration Factor (mVig) 0.1826
ACCEPTANCE SPECIFICATIONS
Max Acceleration Range: 200g
Linearity 1.00% F.S.
Technician: Keiko Hatase Signature:
Approved By: Nobuo Edakawa Signature:
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FIT Pacific, Inc.

Tsukuba Technical Center
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Calibration No. CR20501-1 Date 1900/1/0
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Equipment
Manufacturer Description Model No. Serial No. Calibration Date Report No.
ENDEVCO Reference 2270 10245 2019/8/21 05685
Accelerometer
SPEKTRA Calibration VCU SRS35 200716 2019/8/13 19-01683
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